[Modeling of rheographic curves for testing equipment].
The authors describe the method of obtaining model rheographic curves applied in testing equipment for appliances investigating cardiovascular system. The method is based on the electrical model of the left ventricle of the heart, aortic and mitral valves and vessels of the greater circulation. Relevant mathematical models are provided. Rheographic curves that were drawn in time by mathematical models are presented.